In the new UNITRON Model MSF Stereoscopic, 
special emphasis has been placed on the require- 
ments of school and industry: comfortable and 
easy operation, versatility for many applications, 
and built-in safeguards to protect against acciden- 
tal damage. The highly-corrected, coated optical 
system provides an erect, wide, flat field of view 
with an enhanced stereoscopic image. These ad- 
vanced features — plus a durable stand of modern 
design — are available for the first time at a price 
within the reach of limited budgets. 
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© COMFORTABLE AND EASY TO USE: Inclined eyepiece tubes, 
low-positioned focusing controls, afd. binoculars which adjust 
for differences in individual vision, all contribute to comfortable 
observing. To change magnification, merely push the objective 
slideway. Since the objectives are parfocal, there is no need to 
refocus. It is easy for even an inexperienced user to obtain 
perfect results every time. 


e SAFEGUARDS TO PROTECT AGAINST DAMAGE: Built-in 
safety devices prevent accidental damage by inexperienced 
users. Without fuss, the binocular head is rotated effortlessly 
on its 360° bearing surface — there is no need to remove the 
binoculars from the stand or to release any lock screw. (A ball- 
clickstop engages every 90° for convenient setting at the angles 
most frequently used.) Since the objectives remain perma- 
nently attached to the sliding nosepiece at all times, there is 
no danger of dropping them. Limiting stops are provided to 
prevent accidental disassembly of the slideways. Both the 
stage plates and stage clips are normally locked in place, unless 
detached for special work. Even the eyeguards are provided 
with a threaded, instead of a friction, fitting to guard against 
accidental loss. 
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UNITRON MODEL MSF: Inclined, locked-in binocular body, continuously rotatable 
360°, with interpupillary and diopter adjustments, enclosed dustproof gearing, 
and coupling for accessory illuminator. Objective slideway with two permanently- 
mounted, parfocal, achromatic, paired objectives. Coated optics. Rack and pinion 
focusing mechanism with low-positioned controls. Extension dovetail slideway to 
accommodate large specimens, with safety-stop to prevent disassembly. Large 
stage with locked-in stage clips; reversible black-white contrast plate and clear 
glass stage plate. Fixture on microscope base to attach accessory transmitted- 
light stand, Wooden cabinet, plastic dustcover, eyeguards. Choice of single set 
of paired, widefield eyepieces: 5X, or 10X, or 15X. (Please specify eyepiece 
choice when ordering. Extra eyepieces available as listed below.) 


MODEL MSF (1X, 2X), with 1X and 2X objectives...... 
MODEL MSF (2X, 4X), with 2X and 4X objectives............... 


TRANS-ILLUMINATION BASE FOR UNITRON MODEL MSF: For illuminating 
transparent and translucent objects. The 3” high metal base attaches firmly to 
the microscope by two thumbscrews. Base contains a reversible concave mirror 
and opal diffusing-background plate, adjustable conveniently by an external 
knob. A built-in locking device allows the UNITRON LHC Substage Illuminator 
to be used in place of the mirror. 

MODEL TR-MSF TRANS-ILLUMINATION BASE . 


Prices shown are f.0.b. Newton and are subject to quantity discounts. 
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© VERSATILITY FOR MANY APPLICATIONS: The full 360° 
continuously rotatable binocular head can be used facing 
toward or away from the observer or in any intermediate 
position. This feature facilitates work with special experimental 
arrangements and allows greatest flexibility when the binocu- 
lars are used with the accessory Pillar Stand. Extra-long 
extension slideways provide for very large objects. 


e MAGNIFICATIONS TO FIT INDIVIDUAL REQUIREMENTS: 
UNITRON Model MSF is offered with a choice of optical 
combinations. Users who require the widest field of view for 
overall inspection of large areas, or for assembly work, should 
select Model MSF (1X, 2X). The eyepieces available permit 
magnifications from 5X-30X. Where medium and higher -pow- 
ers are required for the study of finer detail, Model MSF 
(2X, 4X) with a range of 10X-60X, is recommended. One 
pair of Widefield Eyepieces is included and additional pairs 
are available at extra cost. 


© ATTRACTIVE, MODERN DESIGN: Model MSF is finished in 
durable, wear-resistant, gray baked enamel and chrome. The 
functional, pleasing appearance harmonizes with the most 
modern laboratory. 
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@ EXTRA EYEPIECES: Coated Widefield 5X, 10X, or 15X ...... per pair $19.50 
@ PILLAR STAND WITH WEIGHTED BASE, MODEL PSW: for use with 


binoculars of MSF. (See MSL Series catalog for specs.) ... 75.00 


@ SPOTLIGHT ILLUMINATOR, MODEL LS: for stereo models 14.75 
@ SUBSTAGE ILLUMINATOR, MODEL LHC: for use with Trans- 
illumination Base (only) (See Illuminator Catalog for specs.) ........ 10.00 


MAGNIFICATION and FIELDS OF VIEW 
1X PSX TSX 22.5mm._| 
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Working Distance 
63mm. 
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